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Comparative Study for the Efficacy of Small Bore Catheter in the 
Patients with Iatrogenic Pneumothorax 
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Background: It has recently become most general to use the small bore catheter to perform closed thoracostomy 
in treating iatrogenic pneumothorax. This study was performed for analysis of the efficacy of treatment methods by 
using small bore catheter such as 7 F (French) central venous catheter, 10 F trocar catheter, 12 F pigtail catheter 
and for analysis of the appropriateness of each procedure. Materials and Methods: From March 2007 to February 
2010, Retrospective review of 105 patients with iatrogenic pneumothorax, who underwent closed thoracostomy by 
using small bore catheter, was performed. We analyzed the total success rate for all procedures as well as the 
individual success rate for each procedure, and analyzed the cause of failure, additional treatment method for fail- 
ure, influential factors of treatment outcome, and complications. Results: The most common causes of iatrogenic 
pneumothorax were presented as percutaneous needle aspiration(PCNA) in 48 cases (45.7%), and central venous 
catheterization in 26 cases (24.8%). The mean interval to thoracostomy after the procedure was measured as 5.2 
hours (1 — 34 hours). Total success rate of thoracostomy was 78.1%. The success rate was not significantly differ- 
ence by tube type, with 7 F central venous catheter as 80%, 10 F trocar catheter as 81.6%, and 12 F pigtail 
catheter as 71%. Twenty one out of 23 patients that had failed with small bore catheter treatment added large 
bore conventional thoracostomy, and another 2 patients received surgery. The causes for treatment failure were 
presented as continuous air leakage in 12 cases (52.2%) and tube malfunction in 7 cases (30%). The causes for 
failure did not present significant differences by tube type. Statistically significant factors affecting treatment perform- 
ance were not discovered. Conclusion: Closed thoracostomy with small bore catheter proved to be effective for ia- 
trogenic pneumothorax. The success rate was not difference for each type. However, it is important to select the 
appropriate catheter by considering the patient status, pneumothorax aspect, and medical personnel in the car- 
diothoracic surgery department of the relevant hospital. 



Key words: 1. Pneumothorax 

2. Iatrogenic disease 

3. Thoracostomy 

4. Catheter, indwelling 



INTRODUCTION 

Iatrogenic pneumothorax refers to the pneumothorax gen- 



erated after diagnostic or treatment procedure and is a com- 
plication commonly observed at various clinical fields. 
Recently, the incidence of iatrogenic pneumothorax is in- 
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creased with the development of invasive procedures for vari- 
ous diagnostic or treatment purposes [1]. Although conven- 
tional thoracostomy with large bore chest tube had been used 
for treating iatrogenic pneumothorax in the past, minimally 
invasive thoracostomy using various small bore catheters have 
become more common recently [2-6]. 

This study was performed for analysis of the treatment ef- 
ficacy and outcomes of closed thoracostomy by using small 
bore catheter, such as 7 F central venous catheter, 10 F trocar 
catheter, fluoroscope guided 14 F pigtail catheter (PCD) for 
the patients with iatrogenic pneumothorax to evaluate the ap- 
propriateness of each procedure. 




A total of 168 patients were diagnosed and treated for ia- 
trogenic pneumothorax from March 2007 to December 2010. 
In these cases, 105 patients were enrolled in this retrospective 
study that received closed thoracostomy procedure using 
small bore catheter. Patients that received conservative treat- 
ment, such as oxygen inhalation, and patients generated by 
barotraumas of mechanical ventilator were excluded from the 
research. 

Pneumothorax with more than 20% of thoracic cavity and 
symptoms such as dyspnea, chest discomfort, subcutaneous 
emphysema were presented at thoracostomy indication for ia- 
trogenic pneumothorax, and chest tube type was selected by 
the attending physician. 7-french central venous catheter was 
inserted by the physician by using the Seldinger method at 
bed side, while the 10-french trocar catheter was inserted in 
conventional thoracostomy method by the cardiothoracic 
surgeon. 14-french pig-tail catheter (PCD) was inserted by the 
diagnostic radiologist under fluoroscope guid after transferring 
the patient to the fluoroscope room. All tubes were drained 
by the underwater seal method and were maintained with low 
negative pressure suction of approximately — 10 — 15 cmH 2 0. 

The total success rate for all procedures and the individual 
success rate for each procedure were measured. Cases that 
succeeded in chest tube removal in the first procedure were 
regarded successful. Tube removal was performed only in sit- 
uations without air-leak and after full expansion of lungs had 
been achieved in the chest X-ray. Also, the reason for failure 



of treatment, treatment method after failure, influential factors 
of treatment outcomes and complications were analyzed. 

All analyses were carried out using statistical software 
(SPSS version 14.0 for Windows; SPSS, Chicago, IL, USA). 
Univariate analysis for comparing the continuous variables 
between groups was performed using independent T-tests, and 
comparing the categorical variables was performed with X 2 
tests. Differences were considered statistically significant for 
p values less than 0.05. 

RESULTS 

The mean age of the patients was measured as 61.4years 
(16 — 91 years), with 58 men and 47 women. Thoracostomy 
indication was generated after percutaneous needle aspiration 
(PCNA) in 48 cases (45.7%), central venous catheterization in 
26 cases (24.8%), thoracentesis in 19 cases (18.1%), and acu- 
puncture in 12 cases (11.4%). Pre-procedure underlying lung 
disease was presented in 93 cases (88.6%), with chronic ob- 
structive pulmonary disease in 23 cases (21.9%) and pneumo- 
nia in 23 cases (21.9%). No differences were shown between 
left and right side. The mean interval to thoracostomy after 
the invasive procedures was 5.2 hours (1 — 34 hours) (Table 
1). 

As 82 of 105 patients were treated by using small bore 
catheter at the first procedure, the total success rate was 
measured as 78.1%, and the success rate did not present sig- 
nificant differences for tube type (Table 2). Large bore con- 
ventional thoracostomy was added to 21 of 23 patients that 
did not achieve successful air reduction, and the surgery was 
executed to another 2 patients. 17 out of 21 patients that re- 
ceived additional thoracostomy with conventional large bore 
chest tube achieved treatment without additional procedure, 
while 4 patients received chemical pleurodesis due to con- 
tinued air-leakage. 1 of the 2 patients that received the sur- 
gery was a patient with pneumothorax after PCNA and had 
received surgery for lung cancer diagnosed during drainage. 
The other patient received emergency surgery for hemopneu- 
mothorax (Fig. 1). All of the surgery was performed by 
VATS. None of the patients had received surgery for con- 
tinued air-leakage in iatrogenic pneumothorax. The causes of 
treatment failure were presented as continuous air leakage in 



- 419 - 



Tae Ook Noh and Kyoung Min Ryu 



Table 1. Characteristics in 105 episode of iatrogenic pneumo- 
thorax 



Characteristics 



Patient no. (%) 



Age (years) 
Sex (male/female) 
Pneumothroax side (Rt/Lt) 
Interval from procedure to 

thoracostomy (hour) 
Localization 

Diffuse 

Loculated 
Thoracostomy indication 

Centeral venous catheterization 

PCNA 

Acupuncture 

Thoracentesis 
Underlying lung disease 

None 

COPD 

Pneumonia 

ARDS 

ILD 

Lung cancer 
Tube indwelling period (day) 



61.4±16.7 (16-91) 

58/47 
46/59 (43.8%/56.2%) 
5.27+5.1 (1-34) 



79 (75%) 
26 (25%) 

26 (24.8%) 
48 (45.7) 
12 (11.4%) 
19 (18.1%) 

12 (11.4%) 
23 (21.9%) 
23 (21.9%) 
17 (16.2%) 
15 (14.3%) 
11 (10.5%) 
!.9±5.2 (2-28) 



PCNA=Percutaneous needle aspiration; COPD=Chronic ob- 
structive pulmonary disease; ARDS=Acute respiratory distress 
syndrome; ILD=Interstitial lung disease. 



Table 2. Comprasion of success rate according to tube type 



Type 


N 


Success 


Failure 


p-value 


7 Fr central venous 


25 


20 (80%) 


5 (20%) 




catheter 










10 Fr trocar catehter 


49 


40 (81.6%) 


9 (18.4%) 


0.514 


12 Fr pig-tail catheter 


31 


22 (71%) 


9 (29%) 




Total 


105 


82 (78.1%) 


23 (21.9%) 





12 cases (52.2%) and tube malfunction in 7 cases (30%). 
Causes for treatment failure did not present differences for 
each tube type (Table 3). 

According to analysis on influential factors of treatment 
outcomes, it was presented that success rate was not affected 
by age, sex, pneumothorax amount, thoracostomy indication, 
underlying lung disease, or ventilator apply. Although success 
rate tended to be decreased with longer interval from proce- 
dure to thoracostomy, it did not show statistical significance 
(Table 4). 



Closed thoracostomy with small bore catheter in 
iatrogenic pnemothorax (n=105) 



Succeeded 
(n=82) 



Additional large-bore 
chest tube (n=21) 




Succeeded 
(n=17) 



Chemical pleurodesis 
(n=4) 



Fig. 1. Flow chart represent the treatment outcomes in 105 epi- 
sode of iatrogenic pneumothorax. 

Table 3. Cause of treatment failure 



Cause 



CVP 
(7 Fr) 



Trocar 
(10 Fr) 



PCD 

(12 Fr) 



Total 



Continuous air 

leakage 
Pneumothorax 

progression 
Tube malfunction 
Other 
Total 



12 (52.2%) 

2 (8.7%) 

7 (30.4%) 
2 (8.7%) 



5 (21.7%) 9 (39.1%) 9 (39.1%) 23 



CVP=Central venous pressure; PCD=Percutaneous drainage 
(pig-tail catheter). 



The mean tube indwelling period was measured as 8.9 
days (2~28 days). Complications were generated in 3 cases 
(2.9%), which were chest tube site infection in all. 



HUSSION 



The use of small bore catheter for pneumothorax treatment 
was first reported by Sargent and Turner in 1970 regarding 
the use of 9-french Teflon catheter based on Trocar technique 
in 20 iatrogenic pneumothorax patients after percutaneous 
needle aspiration [3]. Afterward, 5.5 ~ 16 French catheter was 
used in iatrogenic pneumothorax to present 80~95% success 
rate [7-9]. The initial treatment of pneumothorax based on 
use of small bore catheter is reported as the most recent 
trend. Small bore chest tubes of various types and are used 
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Table 4. Comparasion of successful and failed thoracostomy in 
105 episode of iatrogenic pneumothorax 



Parameters Success Failure p-value 







61.1 




62.4 


0.519 


Sex 




48/34 




10/13 


0.239 


Pneumothorax amount 

X 1 L*l 1 1 VJ CI YV till 1 VJ Lll 1 L 












<50% 


36 


(12 0%) 


14 


(28 0%) 


0.294 


>50% 


31 


(86/1 %*> 


5 


(13.9%) 


Tension 


15 


(78.9%) 


4 


(21.9%) 




Interval from procedure 




4.4 




6.9 


0.06 


tn tfioraro^tomv fliniiT - ^ 












IHUlLaLlUIl 












CVntpral vpnons 


20 


(76.9%) 




(23.1%) 




catheterization 












PCNA 


35 


(72.9%) 


13 


(27.1%) 


0.427 


Acupuncture 


11 


(91.7%) 


1 


(8.3%) 




Thoracentesis 


16 


(84.2%) 


3 


(15.8%) 




Underlying lung disease 












None 


11 


(91.7%) 


1 


(8.3%) 




COPD 


18 


(78.3%) 


5 


(21.7%) 




Pneumonia 


19 


(82.6%) 


4 


(17.4%) 


0.446 


ARDS 


11 


(64.7%) 


6 


(35.3%) 




ILD 


10 


(66.7%) 


5 


(33.3%) 




Lung cancer 


10 


(90.9%) 


1 


(9.1%) 




Ventilator 












Not apply 


61 


(80.3%) 


15 


(19.7%) 


0.268 


Apply 


21 


(72.4%) 


8 


(27.6%) 





PCNA=Percutaneous needle aspiration; COPD=Chronic obstruc- 
tive pulmonary disease; ARDS=Acute respiratory distress syn- 
drome; ILD interstitial lung disease. 



not only in iatrogenic pneumothorax but also in spontaneous 
pneumothorax to report results comparable to the treatment 
based on the use of conventional large bore chest tube, such 
as more than 20-french. Ryu et al. [6] presented 77% treat- 
ment success rate for primary spontaneous pneumothorax us- 
ing 7-french catheter commonly used in central venous cathe- 
terization, while Park et al. [10] reported that the use of 
8-french catheter (Pleuracan" , B. Braun, Melsungen, Ger- 
many) in primary spontaneous pneumothorax patients do not 
present differences in clinical efficacy when compared with 
large bore chest tube thoracostomy and is rather more com- 
fortable for patients as the use of intravenous analgesics is 
reduced. Liu et al. [11] reported that the insertion of fluoro- 
scope-guided pigtail tube in spontaneous pneumothorax treat- 
ment did not present differences in tube indwelling period, 
air-reduction rate, hospital stay when compared with conven- 



tional thoracostomy and also decreased restrictions in activity 
and presented less complications when compared with large 
bore tube. The mean success rate of this study was analyzed 
as 78.1% and did not show differences with most other 
reports. Differences were not presented in success rate be- 
tween use of 7-french, 10-french, 12-french small bore 
catheters. 

The advantages of using small bore catheter include con- 
venient procedure, lower possibility of complications which 
can be generated by invasive procedure, less pain and fear 
experienced by patients from procedure, and less scar after 
procedure. Each small bore catheter had individual advantages 
and disadvantages. The procedure can be easy to perform in 
use of 7-french catheter as insertion is achieved by using the 
seldinger technique. On the other hand, line kinking may be 
generated to cause tube malfunction in the use of 7-french 
catheter [5,6]. The 10-french thoracic catheter insertion using 
trocar technique is a procedure that can overcome such dis- 
advantage of 7-french catheter. This method facilitates bed 
side procedure and presents little tube malfunction. However, 
lung damage may be exerted on patients with severe adhesion 
and thus require careful manipulation [10]. We experienced 
this complication on one patient during the research period. 
As a solution, large bore thoracostomy was added and chem- 
ical pleurodesis was conducted on this patient. As the fluoro- 
scope-guided pigtail catheter insertion achieves treatment in 
the accurate space, it is advantageous in that it can be easily 
applied in pneumothorax loculated in locations that are diffi- 
cult to access or in areas with adhesion. On the other hand, 
a skilled diagnostic radiology doctor is required and patients 
experience greater anxiety as they must be transferred to the 
fluoroscope room due to difficulties in achieving bed side 
treatment. 

Before March 2007, treatment protocol for iatrogenic pneu- 
mothorax of our hospital was achieved by conducting con- 
ventional thoracoscomy by using 20~28 french chest tube. 
Afterward, thoracostomy using small bore catheter was per- 
formed for initial treatment. Currently, 10-french thoracic 
catheter insertion is preferentially considered for the initial 
treatment protocol of iatrogenic pneumothorax. If immediate 
treatment is required for patients with serious symptoms or if 
the cardiothoracic surgeon is absent in place, the attending 
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doctor is responsible for performing 7-french central venous 
catheter insertion. 12-french pigtail catheter is executed by the 
diagnostic department for loculated pneumothorax. 

To increase the success rate of treatment, chest X-rays 
must be used to check the existence of pneumothorax after 
performing procedures that present possible occurrence of ia- 
trogenic pneumothorax. If the patient presents dyspnea, chest 
discomfort, or subcutaneous emphysema after procedure, chest 
X-rays must be immediately inspected. In this study, the suc- 
cess rate tended to be decreased with longer interval from 
procedure to thoracostomy, but it did not show statistical 
significance. 




Thoracostomy with small bore catheter proved to be effec- 
tive for iatrogenic pneumothorax. Difference in success rate 
was not presented by type. However, appropriate catheter 
must be selected by considering patient condition, pneumo- 
thorax aspect, and availability of medical personnel of car- 
diothoracic surgery department in the relevant hospital. 
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